Search engine a b s t r a c t Tandem mass spectrometry and sequence database searching are widely used in proteomics to identify peptides in complex mixtures. Here we present a benchmark study in which a pool of 20,103 synthetic peptides was measured and the resulting data set was analyzed using around 1800 different software and parameter set combinations. The results indicate a strong relationship between the performance of an analysis workflow and the applied parameter settings. We present and discuss strategies to optimize parameter settings in order to significantly increase the number of correctly assigned fragment ion spectra and to make the analysis method robust.
Introduction

Tandem mass spectrometry (MS/MS) is the method of choice for identifying and quantifying proteins in complex mixtures
Abbreviations: CPM, classical parametric model; FDR, false discovery rate; FME, fragment mass error; I, MS2Deisotope; LTQ, linear trap quadrupole; FT, Fourier transform; M, Mascot; MC, missed cleavage; N, MS2Denoise; O, OMSSA; PM, parametric model; PMC, parametric model with correction of the negative distribution based on decoy hits; PME, parent mass error; PSMs, peptide spectrum matches; PTMs, post-translational modifications; R, precursorRefine; SPM, the semi-parametric model; TPP, Trans-Proteomic Pipeline; UIPs, uniquely identified peptides; X, X! Tandem.are assigned to their corresponding peptide sequences using software tools commonly referred to as database search engines. Numerous search engines have been developed, each one using a different algorithm to maximize the number of peptide-spectrum matches (PSMs) and to assess confidence in the correctness of their assignments [1, 2] . Search engines compute a score for each PSM that reflects the quality of the assignment; the user defines a cutoff that optimally separates correct from incorrect assignments. In more recent studies, the score cutoff is selected by a target-decoy strategy [3] to achieve a specific false discovery rate (FDR) [4] . PSMs above the cutoff can be either true positives or false positives, and PSMs below the cutoff can be either false negatives or true negatives. Most search engines use a protein database to define which proteins are expected in the sample, thereby reducing the search space significantly. De novo sequencing algorithms [5] and spectral library search engines [6] use no database or a spectral library database instead of a protein database. We did not use these types of search engines in this study since they are used less compared to search engines that rely on protein databases. Although database search engines use variations on the same principle, matching a measured to a theoretical spectrum, their respective search results differ even if the same data set is searched against the same sequence database [7] . Search engines provide different results because they generate different fractions of correct and incorrect PSM-assignments. Alternatively, this is probably the result of search engines differing in the number and type of correct assignments they make. Determining correctly identified peptides and wrongly identified peptides in each data set, respectively, is therefore important to evaluate the performance of a data analysis workflow. Most workflows rely on either manual, expert inspection of the search results or on software tools to estimate the proportion of false identifications. The manual assessment of the quality of PSMs is error-prone, dependent on the level of experience of the evaluator, inconsistent between evaluators and time-consuming [8] . For computer-based assessments of the quality of PSMs, there are two principal strategies that are primarily applied. The first uses statistical models as exemplified by PeptideProphet in the Trans-Proteomic Pipeline (TPP) [7, 9] or Percolator [10] , and the second uses a target-decoy strategy [3] . PeptideProphet relies on mixture models to integrate different types of information, such as the distribution of search engine scores, the likelihood that assigned peptides are present in the sample or the score difference between the best and second-best assignment of a spectrum. The mixture models are used to convert this information into search engine-independent scores, reflecting the probability that a particular PSM has been correctly assigned [11] . The principle behind a target-decoy strategy is based on the calculation of FDRs using the decoy part of the search database [4] to estimate how many false assignments are expected among the hits in the target-part of the database at some score cutoffs. The consistent determination of the FDR for different data sets provided either by statistical models or by target-decoy strategies is critical in making meaningful comparisons of different search engines and parameter sets [6, [12] [13] [14] [15] [16] [17] [18] . To increase the fraction of correctly assigned spectra and to increase confidence in the reported results the output of multiple search engines was combined [19] [20] [21] [22] .
Although both methods for assessing the quality of search results are widely used, it still remains challenging to objectively evaluate the different analysis workflows, search tools and parameter sets and to prove that one has a better performance than the other. The difficulties arise for two major reasons. The first is the absence of a complex sample set of known composition although this difficulty is increasingly mitigated by the falling prices to create synthetic peptides. The second is the inability to systematically assess the influence of various perturbations to the analysis workflow. Most studies that present a new workflow use specific biological samples [23] , or so-called spike-in samples [24] , and increasingly complex synthetic samples [25, 26] to evaluate its performance. Using a biological sample such as a digested cell lysate has the advantage that peptide-to-spectrum matching is carried out under realistic conditions, i.e. on a sample that contains thousands of peptides covering a wide range of signal intensities. However, these studies are limited because the true peptide composition of such samples is unknown, partly due to the presence of peptides that have post-translational modifications (PTMs) or that are the result of non-specific and missed cleavages [27] . It is often not possible to control these biological events preventing a reliable comparison of the search results. PSMs cannot be categorized as correct or incorrect with confidence because there is no evidence that the matching peptide truly exists in the measured sample and it is difficult to estimate how closely the generated set of identified peptides matches the maximally achievable set. An alternative to biological samples is the use of spike-in samples. Spike-in samples usually consist of a mix of a few dozen purified recombinant proteins of known sequence and quantity that are digested with trypsin to generate a peptide mixture of known composition. Such samples are then analyzed either by themselves, or in a complex background sample of unknown composition. The presence of PTMs is no longer a concern [28] . However, non-specific and missed cleavages, artifactual modifications generated during the sample processing and the presence of proteins introduced as minor contaminants of the purified reference proteins are still possible and, therefore, the peptide composition of such samples is still unknown, even if they are analyzed without added background. In addition, if analyzed without added background, the complexity of such samples does not match the complexity and intensity distribution of most biological samples. The spectra produced often contain fewer signals from peptides co-fragmented with the target peptides and, if these do occur, they show a lower signal intensity compared to that of the usual biological samples. These factors affect the complexity of the spectrum pattern and lower the threshold at which targeted peptides are correctly matched using a search engine. The second problem, that is, the influence of perturbations -such as variations in the parameter set -on the search results, is often not systematically addressed in the related studies because most data analysis workflows are not automated to a level where many different search parameter sets can be easily tested and compared.
Here we present a study on systematically varying parameters and search engines, in which we investigate the impact these have on the sensitivity of the analysis of a dataset generated from a complex synthetic sample of more than 20,100 peptides, previously observed my MS in human samples. The complexity of the synthetic sample is sufficient for a realistic test and allowed us to accurately estimate both the sensitivity and specificity of the search results. The sample does however not mimic biological samples in terms of dynamic range. We propose a strategy to find optimal search parameters and present detailed information on how the various parameters influence the results. The peak list files and the identification results are publicly available in the PeptideAtlas repository (https://db.systemsbiology.net/sbeams/cgi/PeptideAtlas/PASS View?identifier=PASS00090). 
Methods
Preparation of the benchmark sample
Mass spectrometry
The synthetic peptide pool was measured on two liquid chromatography-tandem mass spectrometers (LC-MS/MS), an LTQ-FT Ultra (Thermo Fischer Scientific) coupled to a Tempo NanoLC (Applied Biosystems) and an LTQ-Orbitrap XL (Thermo Fischer Scientific) with a 1D-NanoLC-Ultra system (Eksigent). Both systems were equipped with a standard nanoelectrospray source and the chromatographic separation was performed with the same buffer system: 97% water, 3% acetonitrile and 0.1% formic acid constituted mobile phase A, while mobile phase B comprised 3% water, 97% acetonitrile and 0.1% formic acid. The ion target values were 1,000,000 (or maximum 500 ms fill time) for full scans and 10,000 (or maximum 200 ms fill time (Orbitrap) and 300 ms (FT)) for fragment ion scans, respectively. Ions with a single or unknown charge state were automatically rejected. The synthetic peptide mix was measured in duplicates on either mass spectrometer, using each of the two specified gradients, resulting in a total of eight LC-MS/MS data sets. The mass spectrometers were equilibrated using a standard mixture before each sample injection.
Data analysis
The data analysis workflows rely on searching the acquired fragment ion spectra against a protein sequence database. We therefore derived a human subset from UniprotKB/SwissProt, version 57.1 [29] , performing the following steps. Firstly, the complete UniprotKB/Swiss-Prot database was converted from its original DAT format into a FASTA file including all known splice variants and isoforms. For this process, we used uniprotdat2fasta.pl, which is part of InSilicoSpectro, a bioinformatics tools collection used for mass spectrometry [30] . Secondly, the subset of human protein sequences was extracted with subsetdb, which is part of the TPP [7] . In the final step, a target-decoy database with reverse decoys was generated using fasta-decoy.pl, another tool included in InSilicoSpectro. After generating the database, the data acquired from the mass spectrometers were converted into peak lists of the format mzXML [31] . This process was accomplished using ReAdW.exe, which is part of the TPP. Next, we created seven workflows in order to search these peak lists against the previously generated database. For three workflows this was done using a single database search engine, specifically Mascot [16] (version 2.3) (M), OMSSA [18] (version 2.1.7) (O) and X! Tandem [17] (version 2009.04.01, k-score plugin) (X); for a further three workflows two database search engines were combined, specifically Mascot-OMSSA (MO), Mascot-X! Tandem (MX) and X! Tandem-OMSSA (XO); and for the final workflow the three database search engines tested were combined (MXO). In each workflow, the search engine output was converted into the pepXML format and scored using PeptideProphet [7] . The final score distribution model was calculated with iProphet [20] and the result converted from its pepXML format into a simple text format (CSV) using pepxml2csv [32] . In addition to the iProphet score, we applied the target-decoy strategy and calculated the corresponding FDR values with fdr2probability [32] . The resulting data matrix was then imported into a MySQL database [33] to evaluate the performance of each data analysis based on the number of uniquely identified peptides (UIP) that matched a synthetic peptide sequence at 1% FDR. Each of the seven workflows was tested with 54 different parameter settings to investigate the influence of the following search parameters: the precursor mass error (PME), the fragment mass error (FME), the number of allowed missed cleavages (MC) and the different scoring models of PeptideProphet. Values for the PME were set to 25 ppm, 15 ppm and 5 ppm, respectively. We chose values of 0.8 Da, 0.6 Da and 0.4 Da for the FME, respectively (Fig. 1) . We also allowed a maximum of one or two missed cleavage events, respectively, and defined carbamidomethylation of cysteine as a fixed modification. For PeptideProphet, the following statistical models were tested: the classical parametric model (CPM), the parametric model (PM) with correction of the negative distribution based on decoy hits (PMC) and the semi-parametric model (SPM). In total, 756 data analyses were produced in order to study the performance variation of single and multi-search engine workflows induced by changing parameter settings (suppl. Fig. S1 ) (Supplementary figures are available free of charge via the Internet at http://pubs.acs.org).
In order to investigate peak list pre-processing, we studied the effects of the following filters: MS2Deisotope (I), which deisotopes; MS2Denoise (N), which denoises; and precursorRefine (R), which refines the precursor ion mass; all operating on MS2 spectra. All three were implemented in msconvert (revision 2238), which forms part of ProteoWizard [34] . Since these filters have to be applied in the process of converting the original RAW format to a peak list file, we used msconvert instead of ReAdW.exe for this investigation. Based on the original instrument files, we generated peak list files in eight different filter combinations, one using no filter, three using a single filter, three where two filters were combined and one where all three filters were combined. The peak list files of each filter combination were tested with the MXO-workflow using the same sequence database and the same 54 parameter settings as were used for the previous data analyses, plus an additional set of parameter combinations (suppl. Figs. S2 and S10). In total, 1074 searches were performed to investigate the effect of pre-processing the peak lists on workflow performance.
Detection of peptide synthesis by products was carried out by generating a database with all permutations of single amino acids missing. This database was then used as described above.
OpenMS MS1 feature detection and peptide quantification was carried out as described by Weisser et al. [35] .
All the data analyses presented in this study were automated and executed using the workflow system P-GRADE [36] .
Results
The benchmark study we present was performed in three steps. Firstly, we explored the influence of critical search parameters on the performance of individual search engines. Secondly, we tested how the combinations of the results from different search engines affected the identification performance. Thirdly, we measured the influence of pre-processing the peak lists on search performance. The results of the analyses we performed were compared based on the number of true positive UIPs at 1% FDR. A schematic of the workflow used to carry out all three steps is presented in Fig. 1 and a summary of all the results is given in Table 1 .
Single search engine performance
We generated three workflows each incorporating a single search engine, one based on Mascot (M), one on OMSSA (O) and one on X! Tandem (X). The X! Tandem K-score plug-in was used in combination with X! Tandem throughout. We assessed each respective performance by changing parameters such as the instrument type, mass errors for the fragment ion (FME) and for the parent ion (PME; see Fig. 1 ).
Across all the parameter settings tested, the number of identified peptides was consistently higher for data acquired on the Orbitrap instrument compared to data from the FT (suppl. Figs. S3-5 ). This observation should not be interpreted as one type of instrument being superior to another, it rather simply means that one instrument was better optimized compared to the other at the time of acquisition. The other parameters that had a major influence on search performance were the mass errors FME and PME. The results indicated that lowering the FME increased the search performance, but that reducing the PME below 15 ppm caused a loss of performance (suppl. Figs. S6 and S7) . The data for the single database search engine workflows are shown in Fig. 2 . Each boxplot in Fig. 2 consists of 54 independent search results, one per parameter set. The figure shows the number of correct UIPs. Two out of the 756 data analyses failed because the qualitative requirements for modeling the negative peptide distribution in PeptideProphet were not fulfilled.
The best performance among the single search engine workflows was achieved with OMSSA (Table 1) . A total of 6489 correct UIPs were found when a small FME of 0.4 Da and a moderate PME of 15 ppm were used. Non-optimal parameter settings, such as larger mass errors (FME: 0.8 Da, PME: 25 ppm), caused a drop in the number of correct UIPs to 614, the lowest identification rate in this study. In addition, the use of a smaller mass error is sub-optimal, as using a PME of 5 ppm resulted in 5900 correct UIPs, compared to the 6489 identifications at 15 ppm PME. Another parameter with a noticeable impact on performance was the type of mass spectrometer used. Applying the same mass error settings resulted in a drop from 6489 correct UIPs (Orbitrap) to 6097 correct UIPs (FT).
The Mascot (M) workflow identified a maximum of 6401 correct UIPs (Table 1 ) over all parameters tested. In contrast to OMSSA, Mascot performed better with a less strict PME of 25 ppm in conjunction with a small FME of 0.4 Da, although the performance difference between a PME of 15 ppm and 25 ppm was insignificant, with 6401 compared to 6391 correct UIPs, respectively. Other parameters had a smaller effect on the performance.
The third search engine we tested was X! Tandem. Compared to the O-and M-workflows, X! Tandem was more robust when there were changes of the mass errors FME and PME. In particular, varying FME did not have a significant impact. For example, the maximal performance of 6219 correct UIPs was achieved when applying a PME of 15 ppm, but did not change when the FME was varied between 0.4, 0.6 and 0.8 Da.
The same finding applied to data analyses with a PME of 25 ppm and 5 ppm, which resulted in 6170 and 5856 correct UIPs, respectively, and these were unaffected by variation of the FME within the range tested (Table 1) .
Performance of multiple search engine searches
We combined the output of multiple search engines to investigate if the combined output could improve search performance. All two-way combinations (MO, MX, XO) and the combination of all three (MXO) were tested using the same parameter settings used for the single search engines. The search engine results were combined using iProphet [20] . The results are presented in Fig. 2 and Table 1 . The data showed an improved performance for multi-search engine workflows compared to single-engine workflows. The effects of combining search results are apparent from the XO-workflow, which combined the fairly robust X! Tandem engine with the more sensitive OMSSA tool. The combined workflow outperformed the single engine results of OMSSA (maximal 6489 correct UIPs) and X! Tandem (maximal 6219 correct UIPs), with a maximum of 6769 correct UIPs under optimal search parameters (PME = 15 ppm and FME = 0.4). The XO-workflow achieved 5510 correct UIPs using the least optimal parameters tested, which was better than both the X-workflow with 5254 correct UIPs and the O-workflow with 614 correct UIPs ( Table 1 ). In the XO-workflow, X!Tandem largely compensated for the poor performance of OMSSA in cases in which sub-optimal parameters were being used, and the performance increased above the level of a single search engine when optimal parameter settings were applied. Similar trends were observed for the two other two-engine combinations.
We also tested the combination of the three database search engines in a single workflow (MXO), which resulted in 6814 correct UIPs, the highest identification rate of the seven workflows, if a moderate PME of 15 ppm and a small FME of 0.4 Da was used (Table 1) . Additionally, with sub-optimal search parameter settings, such as a PME of 5 ppm and a FME of 0.8 Da, a minimum of 5846 correct UIPs was scored. This is significantly higher when compared to the other workflows. The resulting spread of 14.2% was the lowest of all workflows and therefore indicated that the MXO-workflow was the least dependent on the search parameter settings. Fig. S12 displays pseudo-receiver operating characteristic curves for the optimal parameter settings for each of the seven search engine combinations. Fig. S11 show a VENN diagram comparing the results of three individual search engines with the MXO-workflow.
Effect of peak list pre-processing
We investigated three types of peak list pre-processing: deisotoping (filter = MS2Deisotope), denoising (filter = MS2Denoise) and refining the mass of the precursor ion (filter = precursorRefine). We tested the performance of these filters using a single filter, the combination of two filters and combining all three filters, and compared these results to results generated without a filter. The data was processed with the MXO-workflow and the same 54 parameter settings we used previously (suppl. Figs. S1 and S2) plus additional parameter sets investigating more narrow parent and fragment mass errors (suppl. Fig. S10 ). The results of the pre-processing benchmark are presented in Fig. 3 .
Pre-processing with MS2Denoise and MS2Deisotope showed no performance improvement compared to the 'no filter' setting. This is supported by the 6807 and 6802 correct UIPs achieved at PME = 15 ppm and FME = 0.4 Da, respectively, in comparison with the 6805 correct UIPs obtained with no filter. However, the data indicated that both filters partly compensated for sub-optimal settings. The minimal number of correct UIPs increased if a PME of 5 ppm with a FME of 0.4 Da was used (for no filter: n = 5812, for MS2Denoise: n = 5890 and for MS2Deisotope: n = 5844) (Fig. 3, Table 1 ). The same was observed if both filters were combined: The maximal identification rate of 6828 correct UIPs (PME = 15 ppm, FME = 0.6 Da) was no improvement compared to the 'no filter' settings. In contrast, the lowest identification rate, for which a PME of 5 ppm and a FME of 0.4 Da was applied, increased from 5812 correct UIPs (no filter) to 5919 correct UIPs (MS2Deisotope + MS2Denoise).
The use of precursorRefine had a noticeable impact on the performance (Fig. 3, suppl. Fig. S8 ), as the maximal number of correct UIPs increased from 6805 (no filter) to 6910 (precursorRefine) (Table 1) . Moreover, the top identification rate was achieved when small mass errors were used (PME = 5 ppm, FME = 0.4 Da, instrument = Orbitrap). The lowest identification rate, 5821 correct UIPs, was also achieved by using small mass errors (PME = 5 ppm, FME = 0.6 Da, instrument = FT). For data from the Orbitrap, identification rates increased and the impact of parameter settings was reduced. Specifically, the range of 3.2% was reduced by over 50% compared to the wider range of 8.13% for the 'no filter' settings. We did not observe the same positive effect for data obtained from the FT, where the results were more comparable to those obtained when no filters were used (suppl. Fig. S9) .
We tested the combination of all three pre-processing filters and this combination performed best, with 6938 correct UIPs, when using PME = 5 ppm and FME = 0.4 Da ( Table 1) . Using smaller mass errors did not lead to further improvements.
Benchmark sample
We pooled 20,103 synthetic peptides to create the test sample (see Section 2). Analyzing the sample on the FT and on the Orbitrap generated about 11,500 spectra per file for a 90-min gradient and around 13,000 spectra per file for a 120-min gradient, respectively ( Table 2) . The use of a synthetic pool allowed us to identify assignments above the chosen cutoff as correct if they matched the synthetic peptide sequences. However, the type of synthetic peptides we used limited us in drawing further conclusions about potentially incorrect PSMs. Although we could certify a PSM as being correct, it was not possible to reject PSMs as truly false when they did not match a synthetic peptide sequence. Each of the 20,103 crude synthetic peptides that we pooled in order to generate our sample data set were produced using SPOT synthesis, which means that traces of by-products could also be found in the pool. By-products are dominated by peptide sequences which have one or more gaps (missing amino acids) at certain positions in the targeted peptide sequence [37] . The quantity of these by-products is usually significantly lower than the amount of targeted peptide sequences [37] . This does not mean, however, that these peptide variants cannot be detected by mass spectrometry. Depending on the workflow, up to 9% of all uniquely identified peptides (UIPs) on a 1% FDR level matched one of these by-products (up to 6.15% matched a one-gap by-product and up to 2.7% matched a twogap by-product). We performed two label-free quantification experiments using OpenMS [38] , one with the default parameters and one with relaxed quality criteria for feature detection. In both cases, we detected features for the original synthetic peptides (default parameter: n = 5843; less restrictive parameter: n = 6000) and by-products with up to two gaps (default parameter: n = 6027; less restrictive parameter: n = 6188).
Discussion
Here, we present a large-scale study investigating strategies to improve MS/MS peptide identification and to make database searches more robust. A complex pool of synthetic peptides was created in order to comprehensively benchmark the different analysis workflows based on the number of correctly identified peptide sequences from this well characterized, but complex, sample. The use of synthetic peptides as a reference sample addressed issues of other sample types, such as complexity and certainty about the true positive matches.
This allowed an improved interpretation of the benchmark results that was independent of estimations based on decoy databases. We investigated the impact of 108 different search parameter settings on the identification performance of three search engines, Mascot, X! Tandem and OMSSA, the effect of combining multiple search engines in a single approach and the processing of ion mass spectra prior to database searching, totaling around 1800 distinct combinations. Firstly, we tested and optimized the parameter settings for each search engine individually. Overall, the data showed that Mascot, X! Tandem and OMSSA performed at a comparable level if optimal search parameters were used. However, there were distinct performance differences using other parameter sets. OMSSA achieved the best performance of the search engines tested but was most sensitive to the parameter settings. Mascot was more robust in the face of parameter changes but was negatively affected when a small PME was selected and did not benefit to the same extent from the increased sensitivity of an Orbitrap compared to an FT. X! Tandem benefited most from the increased instrument performance and was least affected by parameter changes. It did, however, identify fewer correct UIPs under optimal conditions than the other search engines. This is likely a result of X! Tandems algorithm that benefits from finding more than one peptide from each protein. Generally, the choice of optimal parameter settings was more important and had a larger influence on the number of correctly identified PSMs than did the choice of the search engine itself. We continued our benchmark study by testing combinations of the different search engines in a single workflow. Here, the data supported two main conclusions. Firstly, integrating the results from multiple search engines using iProphet reduced the impact of sub-optimal parameter settings and, secondly, it helped to increase the number of UIPs identified. The MXO-combination performed better than the other workflows tested, independently of the applied parameter sets. However the data also indicated that performance does not increase linearly with the number of search engines added to a workflow. Under optimal conditions, the XO-workflow performed almost as well as the MXO-workflow, suggesting that these combinations, used optimally, identify close to the maximal number of detectable UIPs in a data set using the current technology. In general, we observed that each workflow reached maximum identification rates when a PME of 15-25 ppm was used in conjunction with a small FME of 0.4 Da. Lowering the PME, i.e. to 5 ppm, led to a decrease in the number of correct identifications for all the workflows tested.
After identifying the optimal combination of search engines, we investigated the potential benefit of preprocessing peak lists prior to their processing with search engines. We postulated that pre-processing of ion mass spectra leads to further improvements in the identification performance while significantly decreasing the impact of any sub-optimal parameter settings. Data from the LFQ-FT Ultra were best analyzed with a combination of MS2Denoise and MS2Deisotope in conjunction with a moderate PME of 15 ppm and a FME of 0.6 Da. The optimal pre-processing strategy for data obtained from the Orbitrap was to apply all three filters, namely, MS2Denoise, MS2Deisotope and precursorRefine, together with a small PME of 5 ppm and a FME of 0.4 or 0.6 Da. Lowering the errors for the parent mass or the fragment mass did not further increase the performance.
The peptides used in this study are the so-called crude peptides, in which some peptide-based by-products are present at a high enough concentration to be detectable by MS. X! Tandem detected a higher percentage of by-products than did Mascot or OMSSA because its scoring algorithm does not rely on information about the peak intensity of the precursor ions. Therefore, spectra with weaker signals (as expected for by-products) are not and are therefore reported as PSMs. That these PSMs are not false positive assignments is supported by two facts: Firstly, the other two identification tools, Mascot and OMSSA, also detected some of the by-products at 1% FDR on the PSM-level and, secondly, we were able to quantify some of these by-products by label-free quantification with OpenMS. Although we demonstrated that a small proportion of the synthesis by-products is detectable and is probably correctly assigned, we could not determine whether these matches were truly correct. This is why we only considered PSMs to be correct when they matched one of the 20,103 synthetic peptide sequences.
Several recent publications have demonstrated that the results from pure decoy databases and the use of entrapment databases differ [39, 40] . As it is still unclear how to best select the entrapment database, both in terms of number of sequences but also which organisms that are sufficiently diverged from the organism under study. We have refrained from using entrapment databases and opted to use the more traditional reverse decoy database [3] . It is also possible to use much wider parent mass windows and instead rely on filtering the results [41] . This option was not explored. Some parameters had no impact on the results as exemplified by the peptideProphet models despite previous reports on the topic [42] . It is still unclear why our results are not in line with the literature and should be explored further. Both mass spectrometers used in this study have relatively similar specifications and it is unclear how the findings here would hold for other types of instruments [43] .
In summary, the results of our benchmark study showed that the correct choice of parameter settings has a large influence on the identification performance of the search engines we evaluated. The search parameter combinations tested led to identification rates of between 36% and 93% on the PSMlevel and between 14% and 90% on the UIP-level. We assessed the influence exerted by each of the parameters and found that the mass spectrometer type and the allowed mass errors (PME, FME) have the largest impact on variations in the results. There are other untested parameters such as the size of the protein database, which can influence the result. In general, the search engines performed better when the mass spectrometer had a higher sensitivity, such as the Orbitrap, and when mass errors of 15 ppm (PME) and 0.4 Da (FME) were used. Reducing both mass errors further, especially the PME, led to a decreased identification rate. Other search parameters, such as the number of allowed missed cleavages and the statistical models of PeptideProphet, only had a minimal impact on improving the results from the database search engines. These results demonstrated that using advanced identification workflows was the key to successfully improving the understanding of the measured data while keeping the false-positive hits to a minimum.
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